Kit #3469

Single-instrument 3.5-inch rackmount hardware

12.19.90

First, mount the two two angle brackets to
the instrument case with the four
Phillips-head screws.

After the two filler panels are fastened to
the brackets with the flathead screws, the
unit is ready for mounting in a standard
19-inch rack.
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