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World Precision Instruments, Inc.
175 Sarasota Center Boulevard.
Sarasola, FL 34240
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EL! accession number WPI- 4788«0305

Lot number: FD35COL

Description of test item: 'FiuoleshTM Collagen Coated

Date of completion: 03-12-2005

Assay system requested by customer:

1-cell mouse embryos were cultured for 86-

hours in the test vessel with. the lid closed using. standard. culture methods and an oil

cverlay.

Control assay materials and results: 15 1. cell |- (BeD2F1 X BsC3F1) embryos were
cultured in trnpllcaie micro drops of “embryo tested culture ‘medium supplemented with

0.4% BSA:

15./ 15 (100.%)
15 /.15 (100 %)

1-cell to 2-cell within 2'i4'hr

1-cell to expanded blastocyst within 96 hr

For a valid assay, Embryotech requ:res at /east 7'0A of 1 —cell stage control ernbryos to

develop to blastocyst within 96 hours.

Test assay materials and reSuits 211 cell (BsDzF1 X BsCaF1) embryos were cultured
in the test.vessel using “ernbryo-tested” culture mediumn supplemented with 0.4% BSA!

21/21 (100 %)
21/21 (100 %)

f-call to 2-cell within 24 hr

1 —ceii'to expanded biastocyst within .96 hr

Summary of observations: All test and control embryos were selected randomly from
a common pool of freshly collected embryas and wers cultured in the same incubator at
37° C in an atmosphere comammg 5.0% CO2. 100 percent of the control embryos.
developed to the ‘blastocyst staga within 96-hours. 100 percent of the test. embryos
cultured in the test vessel developed to the blastocyst stage within 96-hours..
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323 Andover Street  Wilimington MA 01887 USA
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tel 978.658.4600" fax 978.858.5777 .www.embryotech.com



