Mounting Instructions
WPI's DAM Series preamplifiers may be easily mounted in a standard 19-inch instrument rack.

Chloridization
Holders with silver wires should be chloridized before use. This may be done easily by immersing the wire in 1 M hydrochloric acid and applying +1.5 V to the holder vs. a return electrode, such as a large platinum wire. If, before chloridizing, the wire is tarnished (yellow to dark red) it may be cleaned by passing it quickly over a flame, being careful to avoid melting the acrylic body, or washing in urea solution.